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Abstract A method has been developed for the determi-
nation of 23 elements in marine plankton in which induc-
tively coupled plasma (ICP) source mass spectrometry
(MS) was used to quantify the elements in the solution af-
ter digestion in a mixture of hydrofluoric and nitric acids
in sealed PTFE vessels in a microwave field. The proce-
dure was validated by the analysis of a standard reference
soil (SRM 2709 San Joaquin Soil) and a standard refer-
ence fresh water plankton (CRM 414). The method was
applied to the analysis of several marine plankton samples
grown under controlled conditions including several whose
growth media had been enriched with selenium. Matrix
induced signal suppressions and instrumental drift were
corrected by internal standardization. The suitabilities of
germanium, indium, rhodium, scandium and yttrium as in-
ternal standard elements were evaluated. Neither scandium
nor yttrium could be used due to the presence of these el-
ements in the samples, germanium was used for the deter-
mination of As, Co, Cu, Fe, Ni, Se, Si and Zn, indium was
used for Al, Ba, Ca, Eu, Sr, and Tl, and rhodium was used
for Cd, Cr, Hg, Mg, Pb, Sb, Sn, and V. For Al, Ca, Cr, Cu,
Fe, Mg, Mn, Ni, Si, Sr, V, and Zn internal standardization
did not completely compensate for the suppressive effect
of the heavier elements and the solutions were diluted.
However, for As, Ba, Cd, Co, Eu, Hg, Pb, Sb, Se, Sn and
Tl, it was possible to obtain accurate results despite the 35–
40% suppression in the signals. Isobaric overlap was only
a problem in the cases of 42Ca and 78Se; 44Ca and 77Se, re-
spectively, were used. Memory effects were only observed
with Hg for which a nitric acid-sodium chloride solution
was the most effective wash-out solution. The marine
plankton samples were able to tolerate a higher concentra-
tion of Hg as the selenium concentration increased.
Introduction
Plankton are the passively drifting, mostly unattached
plants (phytoplankton) and unicellular animals (zooplank-
ton) in the marine environment [1, 2]. In addition to the
various macro- and micro-nutrients, seawater contains non-
essential or toxic metals (e.g. Hg, Cd, Pb, and As) origi-
nating from weathering, leaching and from anthropogenic
sources [3, 4]. These metals may be taken up by phyto-
plankton and either (a) cycled within the marine environ-
ment or (b) assimilated by a consumer and transferred into
the marine food web [5]. The uptake by plankton is an im-
portant route for the introduction of essential and toxic met-
als into the marine food web. Phytoplankton have been
used to investigate pollution [6].
An understanding of this bioaccumulation is still in its
infancy since there are very few data concerning metal con-
centrations in pure samples of plankton [6, 7] because of
the difficulties of measuring reliably very low concentra-
tions of metals in small samples. The most definitive ana-
lytical results are those of Quevauviller et al. [6] who re-
ported on a collaborative study by a number of European
laboratories to produce a fresh water plankton Certified
Reference Material (CRM 414). The material was certi-
fied for As, Cd, Cr, Cu, Hg, Mn, Ni, Pb, Se, V, and Zn,
and indicative values for other 24 elements were also pro-
vided. A number of analytical techniques were used.
Inductively coupled plasma mass spectrometry (ICP-
MS) has become an attractive analytical technique for trace
element determinations [8–10]. The major advantages of
ICP-MS are well documented [9–13]. Numerous determi-
nations of trace elements in biological materials [10, 11,
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13], foods [14, 15], siliceous materials [12, 16, 17], and
saline solutions [18] have been reported. However, ICP-
MS, does suffer from both spectral and non-spectral inter-
ferences [8, 18]. The spectral interferences are due to spec-
tral overlaps of atomic and molecular ions which have the
same nominal m/z ratio as the analyte of interest. The
atomic interferences can be overcome by utilizing alterna-
tive isotopes or by measurements of other isotopes of inter-
fering elements and the use of correction equations for
analysis [8, 12, 15]. The polyatomic-ion interferences due
to the plasma and atmospheric gases, acids used in sample
dissolution and the sample matrix can be eliminated by al-
ternative sample preparation methods such as precipita-
tion and solvent extraction, on-line separation methods,
thermal vaporization and hydride/vapor generation [8], or
by the use of a high resolution spectrometer [13, 19]. Non-
spectral interferences, which are usually characterized by
a suppression in the analyte signal, are caused by the na-
ture and the concentration of sample matrix and plasma op-
erating conditions. Many of these effects are considered to
arise from space-charge effects in the ions lenses [8, 12,
13, 18]. Internal standardization has been shown to be an
effective means of compensating for the matrix induced
suppression providing that an internal standard of similar
mass and first ionization energy to the analyte is chosen
[8–18]. Flow injection techniques have also been success-
fully utilized with ICP-MS to implement various strate-
gies for overcoming the matrix interferences [20, 21].
Plankton is composed of organic matter and a siliceous
skeleton [2, 3, 7]. Organic matter is generally decomposed
by an oxidation process using strong oxidizing agents. Ni-
tric acid is the preferred agent for ICP-MS determinations,
while other acids are avoided to eliminate spectral inter-
ferences due to the presence of polyatomic ions contain-
ing Cl, P and S, respectively [8, 12]. For the dissolution of
silicates, HF is needed [8, 12, 13]. Closed-vessel digestion
is advantageous, not only to reach higher temperatures but
also to retain volatile species of elements such as Se and
Hg [22, 23]. Wu et al. [12] developed a method for the
dissolution of soils to determine trace elements by ICP-
MS. Microwave-assisted digestion was performed with a
mixture of HNO3/H2O2/H3BO3/HF acids. Boric acid was
added to complex the excess fluoride and to prevent the
precipitation of various sparingly soluble fluorides. The
polyatomic ion signals from B, Ar, O and H species on
63Cu+, 65Cu+, 66Zn+ and 68Zn+ were relatively weak. How-
ever, strong ion signals were observed from boron oxides
on 26Mg+, 27Al+ and 43Ca+, from boron hydroxides on 27Al+,
28Si+, 44Ca+ and 45Sc+, from boron argides at m/z 46–51, and
from boron fluoride at m/z 48,49. Thus, the detection lim-
its of the affected isotopes were poorer than those obtained
from solutions in 1% HNO3. Uchida et al. [13] reported the
determination of trace elements in seaweed reference ma-
terials in which samples were digested in PTFE beakers
with a HNO3/HClO4/HF mixture. The interference of
75ArCl+ on 75As+ was not significant due to the high con-
centration of As in sea weed samples. In the certification
process of a fresh water plankton material for the trace el-
ement concentrations, Quevauviller et al. [7] reported that
the recoveries for Cd, Cr, Cu and Pb obtained from a
HNO3 digestion were significantly lower than those from
HNO3/HF due to the incomplete extraction of these ele-
ments from the siliceous composition and concluded that
closed vessel pressurized digestion with a HNO3/HF mix-
ture using microwave heating was necessary for the com-
plete dissolution of the material.
We have developed a method for the determination of
trace elements in silicate matrices by ICP-MS in which
the sample was dissolved in a mixture of hydrofluoric and
nitric acids. Possible polyatomic ion interferences and their
effects on the accuracy of the analytical results are dis-
cussed. Internal standardization and sample dilution are
also investigated for the compensation of the suppression
of ion signals in the plasma by the sample matrix. The val-
idated method was then used to determine elemental con-
centrations of metals in marine plankton.
Experimental
Instrumentation. A Perkin-Elmer Sciex Elan® 5000 ICP-MS (Perkin-
Elmer, Norwalk, CT, USA) equipped with a standard ICP torch, re-
movable alumina injector, cross flow nebulizer, nickel sampler and
skimmer cones and four-channel mass flow controller was used. A
Gilson Minipuls II peristaltic pump was used for the introduction
of standard and sample solutions. The instrument was optimized
daily by aspirating a 10 m g/L solution of 24Mg, 103Rh and 208Pb in
1% v/v HNO3 solution. The nebulizer flow rate was changed to ob-
tain the maximum ion signals. No specific corrections were consid-
ered for the polyatomic ion interferences, while isotopic overlaps
were corrected by the ELAN software. The instrumental parameters
are listed in Table 1. For the microwave digestion of the samples,
a CEM (Indian Trail, NC, USA) Model MSD-81D microwave oven
providing 630 ± 70 W output power at 100% power setting was
used. The 12-vessel turntable drive system rotates the samples 360°
within the microwave field at 6 rpm. The vessel body and the cap are
made of polyetherimide (Ultem), and the liner, cover and the rup-
ture membrane are made of Teflon®-perfluoralkoxy (PFA). The vent
screw is constructed of PTFE. The volume of the liner is 100 mL.
Reagents and standard solutions. High-purity deionized distilled
water with a resistivity of 18 MW cm was used to prepare all stan-
dard and sample solutions. Double-distilled HF (EM Science,
99.9995%) and laboratory sub-boiled HNO3 (Fisher) were used for
Table 1 ICP-MS instrumental operating parameters
Rf power, W 1000
Plasma gas flow, L/min 15.0 
Nebulizer gas flow, L/min 0.90–0.96 
Auxiliary gas flow, L/min 0.80
Nebulizer Cross flow
Spray chamber Double pass
Sample uptake, mL/min 1
Scanning mode Peak hop
Replicate time, ms 300
Dwell time, ms 100
Sweeps/Reading 3
Readings/Replicate 1
Number of replicates 3
Points per spectral peak 1
Read delay time, s 35
the digestion of samples. The standard working solutions of Al,
As, Ba, Ca, Cd, Co, Cr, Cu, Eu, Fe, Hg, Mg, Mn, Ni, Pb, Sb, Se,
Si, Sn, Sr, Tl, Zn and V were prepared from a 10 m g/mL multiele-
ment standard stock solution by diluting to 50 mL with 2% HNO3
(v/v) solution. To all standard and sample solutions, 250 m L of a
solution containing 10 m g/mL Ge, In, Rh, Sc, Te and Y as internal
standards was added to yield 50 m g/L in the final dilution. Standard
and sample solutions were stored in polyethylene bottles which had
been soaked in 5% v/v nitric acid and rinsed with water before use.
Method development. For the digestion of soil samples, the volume
of concentrated hydrofluoric acid added was varied from 1 to 12 mL.
The applied power of microwave system was varied from 20 to
60%. Memory effects were investigated for all elements by aspi-
rating a standard solution containing 200 m g/L of As, Ba, Cd, Co,
Cr, Eu, Hg, Pb, Sb, Se, Sr, Sn, Tl and V and 2000 m g/L Al, Ca, Cu,
Fe, Mg, Mn, Ni, Si and Zn. Preliminary experiments were per-
formed by assigning two different internal standards for Cd, Cr, Hg,
Mg, Mn, Sb and V to investigate the significance of the ionization
potential and the mass number of the internal standard element on
the correction of the matrix effects. The internal standard was as-
signed in such a way that it was either similar in first ionization po-
tential or in mass number to that of the analyte. Initial experiments
showed that the metal concentrations of the plankton were signifi-
cantly lower than that of the soil reference material used. Thus,
several isotopes of the polyisotopic elements were simultaneously
determined in both the original and the diluted solutions to identify
the isotope most free from interference and the optimum dilution.
Memory effects due to the (a) deposition on the interface of the
spectrometer, (b) deposition on the ion lenses, or (c) retention in the
spray chamber and transfer tubing were investigated. The efficien-
cies of various solutions including mixtures of HNO3, HF and
NaCl for the washout mercury were studied. Possible attack of HF
on quartz torch was monitored by visual observation of the surface
of the torch for deteriorations and evaluating with the accuracy of
the values of silicon obtained from the reference soil material.
Method validation. Two reference materials, SRM 2709 San Joaquin
Soil (NIST) and CRM 414 Fresh Water Plankton (BCR), were used
for the method validation, and 4 replicate analyses were made for
each reference material. Calibration was performed with nine aque-
ous standards and a blank. The multielement standards were 0.2,
0.5, 1.0, 2.0, 5.0, 10.0, 20.0, 50.0, 100 and 200 m g/L for As, Ba,
Cd, Co, Cr, Eu, Hg, Pb, Sb, Se, Sr, Sn, Tl and V and 2.0, 5.0, 10.0,
20.0, 50.0, 100, 200, 500, 1000 and 2000 m g/L for Al, Ca, Cu, Fe,
Mg, Mn, Ni, Si and Zn. Three replicate measurements were made
for each solution. The blank subtractions and the calculations of
standard counts/internal standard counts ratios (Std/IntStd) were
made by the ELAN software (Version 2.2). The calibration data for
each isotope was further processed on a personal computer using a
graphics software package (Cricket Graph Version 1.3.2) to con-
struct the calibration curve and to obtain the equation of calibra-
tion. The Std/IntStd of six standards bracketing that of the sample
were used to construct the calibration curve. Visual inspection of
all scatter plots indicated that the external calibration plots were
linear over the concentration range used. Correlation coefficients
(r) ranged from 0.997 to 1.00. To calculate the concentration of each
analyte, the sample counts/internal standard counts ratios (Smp/
IntStd) of the analysis solutions were substituted into the appropri-
ate calibration equation.
Samples. Freeze-dried plankton samples (3H) were provided by the
National Marine Fisheries Service (NMFS) Laboratory, Milford,
CT. The particular plankton samples were artificially grown in a
simulated seawater under the following controlled concentrations
of trace metal nutrient, Sr 30 mg/L, Al 10 mg/L, As, Cd, Pb, Hg,
Sn, Tl and Eu 0.5 mg/L. The predicted elemental concentrations,
assuming all the elements to be consumed during the growth, would
be Sr 150 m g/g, Al 50 m g/g, As, Cd, Pb, Hg, Sn, Tl and Eu 2.5 m g/g
on a dry basis.
A second set of plankton samples (3H) were grown with iden-
tical trace element concentrations, but enriched with different con-
centrations of Se as an additional nutrient element to investigate the
effect of Se on plankton growth. The concentrations of Se added to
the growth medium were as follows: 130 mg/L for 3/27/97 and 4/10/
97 plankton samples, 13 mg/L for 5/1/97 and 5/8/97 plankton sam-
ples, and 1.3 mg/L for 6/5/97, 6/12/97 and 6/19/97 plankton samples.
Procedure. Microwave-assisted closed vessel digestion was per-
formed for the dissolution of the soil and plankton samples [24].
Approximately 100 mg of sample for soil or 200 mg for fresh wa-
ter plankton, 3 mL concentrated sub-boiled HNO3 and 1.5 mL con-
centrated HF were placed into the Teflon®-PFA vessels of the mi-
crowave digestion system. A reagent blank was also prepared with
3 mL HNO3 and 1.5 mL HF. Five vessels were tightly capped and
irradiated at 40% power for 10 min with continuous monitoring.
At the end of the program, the vessels were removed and cooled to
room temperature in a fume hood and the pressure inside the ves-
sels slowly released. After re-tightening, the vessels were irradi-
ated for a further 10 min. This step was repeated. At the end of the
third period, the vessels were cooled to room temperature and
opened to check if the complete dissolution, yielding colorless so-
lutions, had occurred. In the cases of incomplete dissolution, the
microwave program was continued until the sample had dissolved.
After cooling, the contents to which 250 m L of 10 m g/mL internal
standard solution had been added, were diluted to 50 mL in a cali-
brated polyethylene flask with deionized water. The resulting solu-
tion contained approximately 6% v/v HNO3, approximately 3%
v/v HF and 50 m g/L of Ge, In, Rh, Sc, Te and Y as internal stan-
dards.
For the digestion of the 3H plankton samples, approximately
400 mg of sample and the same volumes of HF and HNO3 as for the
soil and fresh water plankton were placed into Teflon®-PFA vessels.
The digestion program, dilutions and internal standard additions
were also performed as for the soil and the fresh water plankton.
Results and discussion
The digestion parameters
The certified concentration of Si in SRM 2709 is 29.66%,
which was initially assumed to be far greater than that in
plankton. The volume of 49% m/v HF required for the
complete dissolution of silicon dioxide present in 1 g sam-
ple, according to the equation SiO2 + 6HFfi H2SiF6 +
2H2O, is 4 mL. An excess of HF is necessary in the diges-
tion medium, because the reaction of HF with SiO2 in a
mixture of acids is slower than that of pure HF [24]. It was
found that 1 mL of concentrated HF was sufficient to dis-
solve the soil samples. However, 1.5 mL was added to both
soil and plankton samples to avoid any possible incomplete
dissolution. The optimum power for the microwave oven
was 40%, which gave an approximate digestion time of 1 h.
At lower power settings, not only did the digestion take
longer, but some samples did not completely dissolve. A
rapid increase in pressure inside the vessels occurred at
higher power settings. These settings were not used for
safety reasons.
It has been reported that a mixture of HNO3/HF can
readily dissolve silicates without further addition of strong
oxidants such as H2O2 and HClO4 [25, 26]. This minimizes
the reagent contamination in trace element determina-
tions. In addition, no deterioration of the inner surface of
the quartz torch was observed due to the direct aspiration
of the solutions containing 3% v/v HF. The results for Si
(Table 3) also support this observation, in that there was
no significant Si contribution from the torch. Thus, it was
not necessary to complex excess fluoride with H3BO3
which can cause polyatomic intereferences due to B as re-
ported by Wu et al. [12].
Memory effects
No memory effects were observed for the elements deter-
mined, except in the case of Hg, after aspirating the mul-
tielement test solution. Other residual elements were com-
pletely cleaned from the interface of the spectrometer in a
2-min rinsing time with 2% v/v HNO3. Of the solutions
used to remove deposited Hg, 0.5% m/v NaCl + 2% v/v
HNO3 solution was the most effective. This was attrib-
uted to the increased salt content of the cleaning solution
(Fig.1). This result also indicated that deposition of Hg oc-
curred on the interface such as injector and sampling cones
rather than the mass detection system of the instrument.
Comparison of internal standards
Antimony, Cd, Cr, Mg, Mn, Hg, and V were selected to in-
vestigate the influence of the internal standard element on
the accuracy of the analysis in the presence of matrix in-
duced suppression and instrumental sensitivity changes.
Germanium (72Ge) and 103Rh, which have similar first ion-
ization potentials (IP), but different atomic masses, were
used for 111Cd, 25Mg, 55Mn and 123Sb to investigate the sig-
nificance of mass number. To investigate the effect of IP,
103Rh and 126Te, and 115In and 103Rh pairs with similar
masses but different first IPs were used for 202Hg, and 53Cr
and 51V, respectively. The results are listed in Table 2. There
was no significant difference between the results for Cd,
Mg, Mn and Sb obtained with 72Ge and 103Rh, which also
agreed with the certified values. For Hg, 126Te provided a
better result than that obtained with 103Rh; the recoveries
were 106 and 115%, respectively. Similar results were also
found for Cr and V. These results indicate that 103Rh can
be used as an internal standard for these elements. Addi-
tional studies were performed for 25Mg, 53Cr and 51V with
89Y (6.38 eV) and 45Sc (6.54 eV) as internal standards.
However, the recoveries were low, varying between 80–
87%. This was due to the presence of Y and Sc in the sam-
ples, which resulted in higher Y and Sc counts and conse-
quently decreased the Smp/IntStd ratios. This indicates
that Y and Sc may not be suitable for internal standard-
ization since they can be present in various matrices at high
concentrations.
The effect of matrix dilution, interferences 
and internal standardization
One type of matrix suppression of ion signals in ICP-MS
is referred to as the “space-charge effect” where the ion
beam is disturbed in the path through the ion optics and
mass spectrometer, and the magnitude of the suppression
can be significantly reduced by diluting the sample solu-
tion [8, 13]. The major source of such a non-spectroscopic
interference is considered to be Si whose concentration in
the original 50-mL soil solution was 600–650 m g/mL, when
100–110 mg of sample was dissolved and diluted. Further,
semi-quantitative analyses performed on plankton sam-
ples by ICP-MS revealed that the concentrations of all el-
ements except Si were significantly lower than those in
SRM 2709, which consequently limited higher dilution of
plankton solutions. Thus, the soil solutions obtained from
microwave digestion were analyzed in the original (i.e.
Fig.1 Effect of various solutions on residual Hg washout as a
function of time
Table 2 The effect of internal
standards for the accurate cor-
rection of matrix effects
Results are given as mean ±
95% confidence interval for 
4 separate analyses
Certified values are given as
mean ± 95% confidence inter-
val
a Values are given as % m/m
– Not studied
Isotope IP, eV Experimental results, m g/g Cert. Value 
Internal standards m g/g
72Ge 115In 103Rh 126Te 
(7.88 eV) (5.78 eV) (7.46 eV) (9.01 eV)
111Cd 8.99 0.401 ± 0.015 – 0.404 ± 0.028 – 0.38 ± 0.01
25Mga 7.64 1.43 ± 0.089 – 1.46 ± 0.069 – 1.51 ± 0.05
53Cr 6.76 – 123 ± 18 129  ± 13 – 130 ± 4
202Hg 10.4 – – 1.62 ± 0.11 1.49 ± 0.14 1.40 ± 0.08
55Mn 7.43 540 ± 17 – 541  ± 10 – 538 ± 17
123Sb 8.63 8.23 ± 0.51 – 8.11 ± 0.52 – 7.9 ± 0.6
51V 6.74 – 108 ± 5 112 ± 6.2 – 112 ± 5
undiluted), and 10- and 50-fold diluted solutions not only
to investigate the efficiency of internal standardization for
the correction of the matrix induced suppression, but also
to determine the optimum degree of dilution to minimize
the suppression. Internal standardization was made with
115In for Al, Ba, Ca, Eu, Sr and Tl; with 72Ge for As, Co,
Cu, Fe, Ni, Se, Si, Zn and with 103Rh for Cd, Cr, Hg, Mg,
Mn, Pb, Sb, Sn and V. The results are summarized in
Table 3 together with the instrumental detection limits (3 s)
and blank counts obtained from the original, 6% v/v HNO3/
3% v/v HF, blank solution. It is clear from the results ob-
tained from the original analysis solutions that the matrix
suppression was more pronounced on easily ionizable light
elements having m/z between 27–88 a.m.u. except As, Co
and Se, which have relatively higher first IPs. The internal
standard signals from the reagent blank (6% v/v HNO3/
Table 3 Results for SRM 2709 (San Joaquin Soil) obtained with different dilutions and instrumental detection limits obtained from 6%
v/v HNO3/3% v/v HF blank solution
Ele- Iso- Internal Experimental results ( m g/g) Certified Blank signal Det. Limit 
ment tope Standard ( m g/g) (Counts/s) ( m g/L)
No dilution 10 · dilute 50 · dilute
Ala 27 115In » 5.97 ± 0.72 7.29 ± 0.71 7.50 ± 0.06 1590 0.27
As 75 72Ge 16.8 ± 0.45 18.1 ± 0.63 13.7 ± 1.4 17.7 ± 0.8 332 0.049
Ba 137 115In 884  ± 27 895  ± 12 929  ± 66 968  ± 40 15 0.068
Ba 138 115In 888  ± 23 897  ± 19 934  ± 53 968  ± 40 65 0.029
Caa 42 115In 0.937 ± 0.117 1.56 ± 0.25 1.45 ± 0.21 1.89 ± 0.05 17237 26
Caa 44 115In 1.09 ± 0.089 1.82 ± 0.14 1.97 ± 0.13 1.89 ± 0.05 1571 2.5
Cd 111 103Rh 0.404 ± 0.028 – – 0.38 ± 0.01 14 0.078
Cd 114 103Rh 0.448 ± 0.158 – – 0.38 ± 0.01 22 0.042
Co 59 72Ge 11.8 ± 1.5 12.6 ± 0.75 12.7 ± 2.1 13.4 ± 0.7 86 0.028
Cr 52 103Rh 78.3 ± 5.8 109  ± 4.8 117  ± 12 130  ± 4 1392 0.30
Cr 53 103Rh 86.8 ± 6.8 114  ± 7.2 129  ± 13 130  ± 4 88 0.14
Cu 63 72Ge 22.8 ± 1.5 33.8 ± 2.5 31.1 ± 2.7 34.6 ± 0.7 1392 0.079
Cu 65 72Ge 26.9 ± 2.3 34.9 ± 2.1 32.4 ± 3.2 34.6 ± 0.7 88 0.036
Eu 151 115In 0.953 ± 0.021 0.854 ± 0.122 – 0.9b 14 0.018
Eu 153 115In 0.969 ± 0.025 1.07 ± 0.216 – 0.9b 12 0.014
Fea 57 72Ge 2.58 ± 0.16 3.34 ± 0.094 3.46 ± 0.16 3.50 ± 0.11 760 4.1
Hg 200 103Rh 1.58 ± 0.32 1.29 ± 0.26 – 1.40 ± 0.08 95 0.057
Hg 202 103Rh 1.62 ± 0.11 1.22 ± 0.096 – 1.40 ± 0.08 89 0.026
Mga 25 103Rh 0.632 ± 0.098 1.39 ± 0.035 1.46 ± 0.069 1.51 ± 0.05 154 0.46
Mga 26 103Rh 0.638 ± 0.107 1.43 ± 0.043 1.47 ± 0.11 1.51 ± 0.05 206 0.36
Mn 55 103Rh 420  ± 13 541  ± 10 547  ± 26 538  ± 17 1093 0.035
Ni 60 72Ge 59.7 ± 1.7 78.4 ± 4.6 75.6 ± 2.7 88  ± 5 861 0.14
Ni 61 72Ge 64.8 ± 4.8 77.6 ± 9.4 – 88  ± 5 54 0.58
Ni 62 72Ge 63.7 ± 1.8 80.3 ± 6.4 85.7  ± 14 88  ± 5 136 0.42
Pb 207 103Rh 20.1 ± 1.4 18.6 ± 1.1 19.9  ± 2.7 18.9 ± 0.5 65 0.032
Pb 208 103Rh 19.9 ± 1.5 18.7 ± 0.73 19.8  ± 0.91 18.9 ± 0.5 65 0.017
Sb 121 103Rh 11.4 ± 1.2 8.01 ± 0.25 – 7.9 ± 0.6 287 0.054
Sb 123 103Rh 11.4 ± 1.5 8.11 ± 0.52 – 7.9 ± 0.6 216 0.068
Se 77 72Ge 1.44 ± 0.22 – – 1.57 ± 0.08 117 1.7
Se 78 72Ge 1.28 ± 0.24 – – 1.57 ± 0.08 488 1.1
Se 82 72Ge 0.577 ± 0.13 – – 1.57 ± 0.08 13 1.5
Sia 29 72Ge 12.7 ± 1.9 28.7 ± 2.5 29.4  ± 2.3 29.66 ± 0.23 8592 20
Sn 118 103Rh 2.41 ± 0.24 2.63 ± 0.17 – ng 88 0.035
Sn 120 103Rh 2.47 ± 0.25 2.46 ± 0.13 – ng 115 0.038
Sr 86 115In 207  ± 1.8 227  ± 13 224  ± 2.6 231  ± 2 20 0.086
Sr 88 115In 208  ± 1.6 226 ± 6 228  ± 1.4 231  ± 2 151 0.021
Tl 203 115In 0.697 ± 0.036 0.599 ± 0.201 – 0.74 ± 0.05 45 0.016
Tl 205 115In 0.693 ± 0.027 0.707 ± 0.025 – 0.74 ± 0.05 145 0.010
V 51 103Rh 82.4 ± 5.8 112  ± 6.2 108  ± 11 112  ± 5 38 0.016
Zn 66 72Ge 77.1 ± 3.6 96.8 ± 7.6 105  ± 11 106 ± 3 122 0.12
Zn 68 72Ge 88.2 ± 3.2 106 ± 6.3 106 ± 14 106 ± 3 150 0.23
Results are given as mean ± 95% confidence interval for 4 separate
analyses
Certified values are given as mean ± 95% confidence interval
a Results are given as % m/m
b NIST Information only
» Out of calibration range
– Below detection limit
ng Not given
3% v/v HF) and the concentrated sample solutions were
used to calculate the magnitude of the total suppression on
the ion signals. This suppression varied from 35 to 40%;
therefore, the internal standard correction was inaccurate
for light elements. On the other hand, the internal standard
correction was accurate for heavy elements including Ba,
Cd, Eu, Hg, Pb, Sn, Tl and the recoveries varied between
93–105%. An overcorrection of unknown origin was ob-
served for Sb when the correction was made with both
72Ge and 103Rh. The best results, except for Al, Cd, Cr, Hg
and Se, were obtained from the 10-fold diluted solutions
in which the Si concentration varied from 60 to 65 m g/mL.
The total suppression in ion signals was around 15–18%,
and a successful correction was achieved by the internal
standards. The results for Cd, Hg and Se were imprecise
due to the relatively high detection limits and very low so-
lution concentrations for these elements. In 50-fold diluted
solutions, the recoveries of Al and Cr were improved by
17 and 15%, respectively, whereas there was no signifi-
cant increase in the recoveries of other elements. The sig-
nals for As, Eu, Sb, Sn and Tl were decreased to those ob-
tained with the blank.
An overall evaluation of the data in Table 3 allows the
elements to be classified into two groups. The first group
includes the elements As, Ba, Cd, Co, Eu, Hg, Pb, Sb, Se,
Sn and Tl, for which the assigned internal standards can
accurately compensate for the matrix effects; therefore,
they can be determined from the concentrated solutions
with 90–105% accuracy despite 35–40% signal suppres-
sion. The second group includes mostly the light elements
Al, Ca, Cr, Cu, Fe, Mg, Mn, Ni, Si, Sr, V and Zn, for
which further dilutions are necessary to decrease the total
suppression in the range of 10% for the accurate correc-
tion by the internal standards.
There was no significant interference of 40Ar35Cl and
35Cl16O on 75As and 51V, respectively. This was attributed
to the very low concentration of chloride in SRM 2709.
The 42Ca blank counts were almost an order of magnitude
greater than those of 44Ca due to the interference of 40ArH2
(Table 3). However, the interference was less significant
in sample solutions; therefore, the calcium recoveries from
42Ca were significantly lower than those of 44Ca and the
certified value since a greater value of blank signal is al-
ways subtracted from that of the analyte.
Cadmium was determined with two most abundant iso-
topes at m/z 111 and 114. The isobaric overlap of 114Sn
was automatically corrected by the ELAN software. The
major polyatomic ion interferences are 95Mo16O and
94Zr16OH on 111Cd and 98Mo16O on 114Cd [12]. The NIST in-
formation only concentrations for Mo and Zr are 2 and
160 m g/g, respectively. It has been reported that 111Cd is
more prone to interferences in the presence of high Zr
concentration [12, 27]. However, in our experiments 111Cd
provided the most accurate results for SRM 2709 despite
the high concentration of Zr. This might be due to either
incomplete dissolution of Zr containing refractory miner-
als, resulting in negligible numbers of triatomic 94Zr16OH
ions, or an undercorrection for 114Sn interference on 114Cd
by the ELAN software, which caused higher ion counts for
114Cd. The latter was confirmed by comparing the Cd 114/
111 isotope ratios obtained from standards and soil solu-
tions with that due to the natural abundances. The natural
relative abundance the Cd 114/111 ratio is 2.26. However,
the ratio based on the ratio of individual ion counts was
always greater: 2.35 for 10 m g/L standard solution and 2.42
for soil solutions. This indicates that an inaccurate correc-
tion for 114Sn interference by the ELAN software was the
likely source of inaccuracy and uncertainty observed with
114Cd isotope.
Although the certified concentration of Na in SRM
2709 is high, 1.14% m/m, the interferences of polyatomic
ions of 40Ar23Na, 40Ca23Na were not significant on 63Cu as
shown by the signals for 65Cu which is not affected from
these interferences. Other possible polyatomic interferences
on 63Cu are due to 47Ti16O and 46Ti16H, but they were also
insignificant.
Three isotopes, 77Se, 78Se and 82Se, were used for the de-
termination Se. The best results were obtained from 77Se
for both reference materials and no significant interference
from 40Ar37Cl was observed. The uncertainty and the mag-
nitude of the support gas interference caused a degrada-
tion of both precision and accuracy. Thus, the recoveries
of 78Se were lower than that of 77Se due to the interference
of 40Ar38Ar on 78Se, which caused higher blank counts and
consequently decreased the precision and accuracy. The
recoveries of 82Se in the SRM 2709 were significantly
lower than those of 77Se and 78Se, which was attributed to
an overcorrection for the 82Kr overlap by the ELAN soft-
ware. For low solution concentration of Se (i.e. 10 m g/L),
this effect was more pronounced so that the Se 82/77
counts ratio obtained from a 10 m g/L standard solutions was
approximately 40% lower than that of the natural relative
abundances (Se 82/77 = 1.21). As the Se concentration in-
creased to 30 m g/L, the effect of overcorrection was in-
significant, and good agreement between for the experi-
mental and theoretical Se 82/77 ratios was obtained.
For the other polyisotopic elements, quantification was
based on 138Ba, 53Cr, 153Eu, 202Hg, 25Mg, 60Ni, 208Pb, 123Sb,
88Sr, 120Sn, 205Tl and 66Zn, because of the 2–3 times better
precision obtained (RSD ≤ 3%). However, there were 
no significant differences in the recoveries of other iso-
topes.
Determination of trace elements 
in Fresh Water Plankton (CRM 414)
The same procedure was used for the analysis of the Fresh
Water Plankton reference material (CRM 414) for further
validation of the methodology for accurate trace element
determinations. Complete dissolution was achieved with
the HNO3/HF microwave-assisted digestion procedure [25].
Aluminium, Ca, Cr, Cu, Fe, Mg, Mn, Ni, Si, Sr, V and Zn
were determined from 10-fold diluted solutions while oth-
ers elements were determined from the original (50 mL)
solutions. The results are summarized in Table 4. In the
concentrated solutions, the behavior of the matrix suppres-
sion on light elements was very similar to that which oc-
curred in the analysis of the soil reference material. How-
ever, due to the low concentration of Si in comparison to
that in the soil, the suppression was completely eliminated
by 10-fold dilution and good agreement was obtained with
the certified values. A discrepancy of approximately 50%
was found between the “informative” and the measured
concentration of Al. Although the result for 42Ca is very
close to the informative value, the result from the 44Ca
isotope was considered to be more reliable due to the in-
accurate result for the former in the soil. The behaviors of
111Cd and 114Cd isotopes were similar to those observed for
the soil, and 111Cd again provided the most accurate result.
An error was found in the units of the indicative value of
Fe, which was reported as 1.85 m g/g by BCR. The same
reference material was analyzed by Pettersson et al. [28] by
total-reflection X-ray fluorescence spectrometry for deter-
mination of the trace elements including Fe, and a similar
error was also reported for the Fe concentration unit. Un-
like the soil, the results for the 77Se and 82Se isotopes were
very similar and agreed with the certified value. This may
be due to the higher concentration of Se in the CRM 414.
Analysis of marine plankton samples
Aluminium, Ca, Cr, Cu, Fe, Mg, Mn, Ni, Sr, V and Zn were
determined from 10-fold diluted solutions, while the other
elements were determined from the original 50-mL solu-
tions. The results for the regular plankton (3H-32 and 3H-
Table 4 Results for CRM 414
(Fresh Water Plankton) ob-
tained with different dilutions
Results are given as mean ±
95% confidence interval for 
4 separate analyses
Certified values are given as




c Mistake in the unit of the ref-
erence value of Fe
ng Not given
Element Isotope Internal Standard Experimental results, m g/g Certified, m g/g
Al 27 115In 2752  ± 233 1800b
As 75 72Ge 6.69 ± 0.62 6.82 ± 0.28
Ba 137 115In 30.8 ± 1.7 31b
Ba 138 115In 30.9 ± 1.5 31b
Ca 42 115In 65149  ± 1843 65000b
Ca 44 115In 74338  ± 2524 65000b
Cd 111 103Rh 0.376 ± 0.031 0.383 ± 0.014
Cd 114 103Rh 0.356 ± 0.069 0.383 ± 0.014
Co 59 72Ge 1.54 ± 0.11 1.43
Cr 52 103Rh 26.2 ± 2.0 23.8 ± 1.2
Cr 53 103Rh 23.8 ± 3.6 23.8 ± 1.2
Cu 63 72Ge 24.5 ± 1.6 29.5 ± 1.3
Cu 65 72Ge 24.9 ± 1.2 29.5 ± 1.3
Eu 151 115In 0.021 ± 0.008 ng
Eu 153 115In 0.016 ± 0.005 ng
Fe 57 72Ge 1864  ± 89 1850b, c
Hg 200 103Rh 0.303 ± 0.019 0.276 ± 0.018
Hg 202 103Rh 0.304 ± 0.018 0.276 ± 0.018
Mg 25 103Rh 2402  ± 206 2400b
Mg 26 103Rh 2430  ± 212 2400b
Mn 55 103Rh 282  ± 8 299  ± 12
Ni 60 72Ge 16.3 ± 1.2 18.8 ± 0.8
Ni 61 72Ge 18.8 ± 1.7 18.8 ± 0.8
Ni 62 72Ge 17.2 ± 1.1 18.8 ± 0.8
Pb 207 103Rh 3.86 ± 0.33 3.97 ± 0.19
Pb 208 103Rh 3.84 ± 0.27 3.97 ± 0.19
Sb 121 103Rh 0.099 ± 0.018 0.086b
Sb 123 103Rh 0.097 ± 0.038 0.086b
Se 77 72Ge 1.65 ± 0.21 1.75 ± 0.10
Se 78 72Ge 1.49 ± 0.29 1.75 ± 0.10
Se 82 72Ge 1.85 ± 0.15 1.75 ± 0.10
Si 29 72Ge 13316  ± 1356 ng
Sn 118 103Rh 1.12 ± 0.29 1.18b
Sn 120 103Rh 1.16 ± 0.34 1.18b
Sr 86 115In 240  ± 5 261a
Sr 88 115In 242  ± 11 261a
Tl 203 115In 0.037 ± 0.007 0.047b
Tl 205 115In 0.029 ± 0.007 0.047b
V 51 103Rh 9.48 ± 0.340 8.10 ± 0.18
Zn 66 72Ge 101  ± 5 112  ± 3
Zn 68 72Ge 103 ± 8 112 ± 3
34) and the Se-enriched (3H-33) plankton samples are
summarized in Tables 5 and 6, respectively (available as
supplementary electronic material). The signal suppression
behavior was very similar to that observed for the soil,
which was eliminated by 10-fold dilution. Since As, Ba, Cd,
Co, Eu, Hg, Pb, Sb and Tl were present at very low con-
centrations, the results for these elements from the analysis
of diluted solutions were erratic due to the reagent blanks.
Although no Se was added into the growth medium of
3H-32 and 3H-34 plankton samples, Se was found to be
present in these samples. The concentrations of Se in the
3H-32 samples were very low as expected. However, 3H-
34 samples contain significant amounts of Se. Thus, in con-
trast to the results of 3H-32 plankton samples, the results
of the 77Se, 78Se and 82Se isotopes were 5–6 times more pre-
cise (RSD ≤ 3%). Semi-quantitative analysis of the plank-
ton solutions gave a Na concentration of between 1500
and 2000 m g/mL. Even though this suggests that a high
concentration of chloride is present equal to that of Na,
the agreement among the 77Se, 78Se and 82Se results indi-
cates that the interference of 40Ar37Cl on 77Se was in-
significant.
It can be seen that Si constitutes the majority of the
plankton together with Al, Ca, Cu, Fe, Mg, Mn and Zn as
the other major elements. The concentrations of Al, espe-
cially in 3H-32 samples, were significantly greater than the
expected value (50 m g/g), which might be due to the addi-
tional uptake of Al from the seawater. The concentrations
of Al, Ca, Cu and Zn (except in sample 3/27) in 3H-34
samples were 2 to 3 times lower than those of the 3H-32
samples. This is attributed to the higher Se concentration
of the 3H-34 samples, which might be preferentially taken
up by the plankton. In the determination of Cu, the high Na
concentration caused a significant difference between the
63Cu and 65Cu results, since the former isotope suffers from
the interference of 40Ar23Na, the 65Cu results were consid-
ered to be more accurate.
Culture studies have illustrated that the uptake of po-
tentially toxic elements is in competitive interaction with
the concentrations of micronutrient elements to maintain
the growth rate [28–30]. Price and Morel [29] reported that
the addition of Cd (or Co) to Zn-free media stimulated the
growth rates to near maximal levels for a coastal phyto-
plankton (diatom) culture. In a similar study, Sunda and
Huntsman [30] reported that Co and Zn replaced one an-
other metabolically and the cellular Co uptake increased
700-fold with decreasing Zn concentration in the growth
of marine plankton. In the 3H study, the low concentrations
of Cd and Co were in good agreement with these previous
findings, namely that the uptake of Cd and Co, which are
toxic at high concentrations, is controlled by the availabil-
ity of Zn (Fig.2). Gonzales-Davilla et al. [31] reported that
the adsorption of Pb to the cell surface in the phytoplank-
ton Dunaliella tertiolecta decreased with the decreasing
temperature and salinity, and was suppressed by presence
of Cu. However, despite the low concentrations of Cu in
3H-34 samples, there was no significant evidence for a sub-
sequent increase in Pb concentration. However, the pres-
ence of Se in the medium could be another factor limiting
the uptake of Pb.
A significant increase in the Hg concentration was ob-
served in the 3H-34 3/27/97 and 5/1/97 samples. This effect
was more pronounced for Se-enriched plankton samples
that the concentration of Hg was higher by a factor of 4–
5 times than those obtained from 3H-32 plankton samples
(Figs. 2 and 3). Ganther et al. [32] found that for tuna fish
an increase in Se concentration decreased the toxicity of
methylmercury. Thus, it may be argued that plankton can
Fig.2 The effect of macronu-
trients (Cr, Zn) on the bioavail-
ability of potentially toxic ele-
ments (Cd, Co, Hg, Pb, and V)
in the absence of Se to plank-
ton (3H-32 plankton samples)
tolerate higher concentrations of Hg in Se rich media due
to the reduced toxicity of Hg compounds. It has reported
that V levels were two orders of magnitude greater than Cr
in marine plankton [33]. However, the experimental re-
sults of the 3H study indicate that the Cr concentration is
at least three times greater than that of V (Figs. 2 and 3).
The same concentration ratio has also found for the fresh
water plankton reference material (CRM 414). Despite the
fact that no significant interferences was observed for As
and V in the analysis of the soil and fresh water plankton
reference materials, these elements suffer from 40Ar35Cl
and 35Cl16O, respectively, at high chloride concentrations.
Thus, the true concentrations of V and As might be lower
than the values given.
Conclusion
A procedure has been devised for the determination of up
to 23 elements in marine plankton in which only plasma
source mass spectrometry was used as the instrumental
technique. The key features of the method are (a) sample
dissolution in a nitric-hydrofluoric acid mixture in a sealed
vessel in a microwave oven, and (b) the judicious use of
internal standards and dilution. The major matrix compo-
nent in the digested solutions is silicon and procedures for
the removal of silicon are being investigated. For a limited
range of elements, the possibilities of slurry sampling for
both ICP-MS and graphite furnace AAS are being stud-
ied. Studies are also underway of the use of solid-phase
extraction for simultaneous multi-element preconcentration
of trace elements in saline matrices.
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